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OPEN SESSION—M arch 4, 2002
Call to Order

Acting Chairperson Warren K. Laskey, M.D., cdled the mesting to order at
10:03 am. and read the charge to the pand, which was to consider a supplement to
premarket approval application (PMA) P920014/S016 for Thoratec Corporation’s
HeartMate VE LVAS. Panel Executive Secretary Lesley Ewing, M.D., read the conflict
of interest statement, noting that matters concerning Drs. Sdim Aziz, Francis Klocke, and
Marvin Konstam had been considered but their full participation would be dlowed. Drs.
James A. DeWeese and Anthony Comerota had declared indtitutiond interests potentialy
affected by the day’ s ddiberations interest, but their full participation would be alowed. Dr.
L askey asked the pand members to introduce themselves and State their areas of expertise.
Dr. Ewing then read appointments to temporary voting status for Drs. Pilar Ossorio,
Michael J. Domanski, James A. DeWeese, Francis Klocke, and Anthony Comerota, and an
appointment as acting panel chairperson for Dr. Laskey for the meeting. Dr. Ewing noted
that Drs. Steven Nissen, lleana Ping, and Marvin Konstam were voting members or
consultants for advisory committees of the Center for Drug Eva uation and Research.
Open Public Hearing

There were no requests to address the pandl.
Sponsor Presentation—PM A 910014/S016

Donald A. Middlebrook of Thoratec Cor por ation thanked the FDA and panel
and explained that the PMA supplement sought FDA approva to expand the current
indications for use of aleft ventricular assst device (LVAD) with patients awaiting

cardiac trangplantation to include patients with end- stage left ventricular fallure who are



indigible for cardiac trangplantation. The PMA contained results from the Randomized
Evauation of Mechanicd Assgtance in the Trestment of Congestive Heart Failure
(REMATCH), which was alandmark randomized controlled trid of the device versus
optima medica management conducted by cooperative agreement between the sponsor,
NIH/NHLBI, and Columbia Universty.

Victor Poirier of Thoratec gave an overview of the device, summarizing
changes made to prevent kinking and suture problems. He presented statistics on device
reliability based on long-term in vitro testing that showed a 3.1-year edimated mean time
to fallure and a 76% chance that the device would be free of criticd failures at two years.
He acknowledged that in vivo results were not as good but suggested that comorbidity
and patient management factors were to blame for the less favorable clinical experience.

Eric Rose, M .D., principal investigator for REM AT CH, skeiched the history
and design of the REMATCH trid, a multicenter controlled trid which randomized 129
patients with end-stage heart failure who were indigible for cardiac transplantation into a
device group to receive aleft ventricular assst device (LVAD) or optima medica
management (OMM). Patients and physicians were not blinded to trestment assgnment.
An intent to treat analyss usng KaplanMeer and Log rank methods was used to assess
the key efficacy objective of survivd, with safety measured by adverse event and device
mafunction rates in the context of ahighly ill population. Secondary endpointsincluded
qudlity of life, functiond datus, time in/out of hospita, and cardiovascular mortdity. Dr.
Rose listed techniques used to control bias and stated that key study assumptions were
that patients and dlinicians would not adopt LVAD unless dl-cause mortality over two

years was reduced by 1/3 or more and that qudity of life with LVAD should equd or



exceed that of the OMM group. The study was powered for surviva, and the stopping
point was based on number of degths, not patients enrolled. He emphasized that the trid
was not stopped early but stopped when the predetermined number of deaths was
reached. Patients were randomized in a one-to-oneratio by study center.

Dr. Lynne Warner Stevenson, a study investigator and chair of the Medical
Management Committee, presented information on the REMATCH patient population
in the context of the heart failure population. She outlined REMATCH digibility criteria
and explained the reasons why these patients were not transplant candidates, which was
predominantly because of age and/or diabetes. After presenting statisticson REMATCH
thergpies at basdine, ACEI intolerance and rend dysfunction in varioustrids,
REMATCH patient basdine characterigtics, other profiles of heart failure in various
trids, medica management of the OMM population, and use of IV inotropic agentsin the
trid, Dr. Stevenson concluded that REMATCH patients define anew profile of severe
heart failure. By the time of randomization REMATCH patients had aready received
“optima management” and moved beyond medica therapy. She aso raised the question
of what condtitutes a meaningful bendfit in end-stage heart disease in terms of percentage
of one-year relaive benefit or absolute benfit.

Dr. Rose presented clinica results of the REMATCH trid. Basdine
characterigtics of the two arms showed no redl differences. Kaplan-Meer surviva
andyssillugrating the probability of surviva of LVAS versus OMM petients after 92
deaths reveded a 46% reduction in mortdity at two years and a 52% reduction at one
year. The predominant cause of death for the control group was heart failure for the

control group and sepsis or device falure for the LVAS group. One-year survivd rates



doubled for the device group, with an absolute reduction of mortality rate of 27% &t one
year. Two-year survivd raestripled, and median surviva time was 408 daysfor LVAS
patients versus 150 days for the control group. Because all- cause mortality was reduced
by 46% in LVAS patients, the primary tria objective of a 33% reduction in mortdity was
exceeded.

Dr. Rose reported that serious adverse events were more common in the device
group, athough the rate decreased over time, with the mgority being neurologic or
bleeding/sepss events. Neurologic events were more likdly to be transent and to occur
within 30 days. Experience with bleeding was largely associated with device implant or
reimplant and infection was a specific complication of VAD use, with aninitialy
unappreciated association with malnutrition. Of the 156 device mafunctions reported,
most dealt with broken lead wires, incompetence of the inflow valve, or a broken Y-
connector. Dr. Rose stated that the incidence of overall adverse events was acceptable
compared to the naturd history of termind illness, and that sponsors had identified
various opportunities for improvemen.

The SF-36 Heart Survey, the Minnesota Living with Heart Failure Tegt, the
NYHA functiona assessment, the Beck Depression Inventory, and the EuroQOL were
used to assess quality of life. Dr. Rose observed that LV AD scores were never worse than
the control group except for short-term postoperative pain. LVAD generic qudity of life
scores were better than control at 12 months in key prespecified SF-36 domains. LVAD
disease- gpecific qudity of life scores on the Minnesota Living with Heart Failure Test
improved over contral a 12 months but were not datisticaly sgnificant. NYHA

functiond class improved sgnificantly with device use over control and reduced



depressive symptoms to the normd range, unlike the control group. In context, the
LVAD physica function scores were not normal, but were analogous to patients
recaiving long-term hemodiayss and ambulatory heart falure patients. LVAD
emotional—role scores were better than those reported for clinical depression and smilar
to those for ambulatory heart failure patients.

Dr. Rose aso answered questions previoudy raised by the FDA on device
religbility, suggesting modifications to the device for end of pump life indicators. He
thought the observed failure rates define what is acceptable now in the context of the
available dterndive thergpies and termind illness and that the rdiability is sufficient to
produce surviva benefit. Dr. Rose noted that adinicaly meaningful benefit in survival
had been defined in a prestudy agreement, and that the study results surpassed this figure.

He dtated that the trends in the qudity of life data are consstently favorable, athough no
benchmarks are available, and that the NYHA class and prespecified physical function
domains are Sgnificant at 12 months. Dr. Rose aso listed proposed post-market
survelllance activities.

Dr. Donald A. Middlebrook emphaszed that the sudy presented strong
evidence of a dinicaly meaningful survivd bendfit, with the VE LVAS providing
reesonable evidence for safety in the context of termind illness All qudity of life
ingruments showed sustained improvement trends over control and an unprecedented
reduction in mortdity in end-stage heart falure patients when compared to landmark
drug dudies, meking it the only proven dtenative therapy for nontransplantable end-

stage heart failure patients.



FDA Presentation

Michael Berman, Ph.D., lead reviewer, introduced the review team and read the
proposed expanded indication for use. He described the device components and listed
satisfactory elements of the preclinica evauation. Remaining FDA concerns include the
religbility of the interna components and a device end-of-lifeindicator. Dr. Berman
explained the reliability protocol used and results obtained in bench testing, noting a
problem il to be corrected in main bearing failures observed at three and a half years.
Clinicd trid observations aso reveded an devated pump chamber pressure and high
best rate (inflow valve incompetence), and observed pump end of life events were a the
low end of reliability predictions made in bench testing. These issues, dong with the lack
of adevice end-of-life indicator, raised concerns because device replacement requires
maor surgery.

Julie Swain, M .D., presented the clinicd review. The sudy design assumptions
were based on mortality at two years as presented in clinical literature, with the power
caculated for 92 study deaths and 128 patients enrolled. She described inclusion and
excluson criteriaand study design. Dr. Swain presented surviva gatigtics showing that
at 27 months, four out of seven device patients died and three out of three control patients
died. Serious adverse event data, however, showed 64 out of 68 device patients
experienced a serious event, compared to 38 out of 61 control patients. Comparing
destination and bridge therapy adverse events was not helpful because of differencesin
patient populations, definitions, and patient care teams. Dr. Swain presented bar graphs

on these adverse events by neurologica dysfunction, loca infections, seps's, and



bleeding. Andysis of device mafunctions showed high rates of mortdity. Rates of
withdrawa from trestment were roughly smilar for the two groups.

For secondary endpoints, Dr. Swain presented NYHA class results showing that
LVAS patients significantly improved at 6 and 12 months. However, she questioned the
effect on physicians and patients of not being selected for the study and noted that the
placebo effect of device usein the unblinded study might be important. She thought there
should be congstency between NYHA, qudlity of life, sx-minute hal walk, and pesk
VO2 results. Peak VO2 results and length of hospitalization, however, did not show
sgnificant improvement for the LVAS patients over cortrol. She concluded that LVAS
use did produce a survival benefit in a very advanced heart failure population, but the
mortality and morbidity associated with its use were consderable. Interpretation of the
functiond testing datais limited by the small amount of data available.

Gerry Gray, Ph.D., statistical reviewer, synopszed the sudy, noting thet the
trial was designed to stop at 92 deaths and that there was complete follow-up for surviva
andyds He showed graphs indicating a sgnificant difference in mortaity for the device
arm a the one-year point, asignificant increase in median surviva time for the device
group of 405 days as opposed to 150 for control, and a significant difference between
Kaplan-Meer surviva curves favoring the device. However, the serious adverse event
rates were much higher in the device arm; he noted that device trestment resulted in
decreased cardiac mortality rates and increased non-cardiac mortality rates. Survival past
two years was poor in both groups, with someindication of ardative drop-off inLVAS
aurviva at 22 months, athough there were few patients. The numbers of adverse and

serious adverse events per person and per 100 patient days were significantly greater for
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the device arm than for control arm, however, and he asked the panel to weigh the
survival benefit versus the adverse event rate. The difference between control and device
groups was dmogt entirdly in the time to first event, not time between subsequent events,
and the odds of desth versus serious adverse event were aways higher for the control
group. Andysis of functiond status favored the device group, but not consstently.

Michael Berman read the FDA questions for pand review.
Open Committee Discussion

L ead pand reviewer Marvin Konstam, M.D., congratulated the sponsors and
FDA review team on alandmark study but had severa areas of concern. The first
involved whether the primary endpoint had been met, given that there was not sgnificant
improvement in mortdity at two years. Sponsors replied that the study was designed, per
agreement with the FDA, to provide observation over atwo-year period rather than a
sngle, discrete endpoint at two years. His second concern involved the clinica relevance
of the device if mogt patients are dead at two years and whether unreiability of the device
contributed to this mortdity. The third area of concern involved the quality of life
assessment, which he found partidly reassuring and partidly confusing because of the
high dropout rate and the criteria selected. Fourth, he expressed concern about the high
number of neurologica events and bleeding problems, suggesting that anticoagulation
therapies needed further attention. Findly, he asked for a clearer indication of the
intended population of use, given the limited number of those dive a two years and the
large number of adverse events.

Lead pand reviewer Salim Aziz, M .D., praisad the company for involving

academiaas wdl asindustry and NIH in the study. He asked for further information on



the etiology of the grand ma seizures, expressing concern about the need for metabalic
control of surgica patients. The problem of sepsis was multi-factorid, but he suggested
attention to abumin levels and preoperative nutrition. Dr. Aziz stated that he was not
convinced that the device could be used as a destination therapy, despiteits successas a
bridge therapy, and questioned its duration to four years.

Other members of the pane raised questionsinvolving plans for follow-up to
provide more data on device failure and ways to prevent device-related sepsis. Severd
pand members pand wanted more in vivo and in vitro data on the mean time to device
falure. Concerns were expressed about the quality of life data, including investigator
bias, the smal numbers used, and the unblinded nature of the trid. It was suggested that
sponsors present data for both control and device on rates of death and cerebrovascular
accidents a one year rather than smply mortdity. Severad members stated that an
independent outsider not involved in the study should have made the assessment of
NYHA classfication. The high rate of infection for the device group prompted
consderable panel discussion; it was suggested that sponsors ook more closdly at
manutrition and also at femae versus male immune responses or differencesin racid or
ethnic response to treatment. Others asked about correlation of outcometo age and if a
risk profile for sepsis or CVA could be developed. Issues of informed consent and non-
resuscitation orders dso needed attention. A training program for physicians and for
patients was recommended.

Consumer Representative Mr. Dacey suggested smplification of the language

used in the patient information. Industry Representative Mr. M orton observed that
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many other heart prostheses do not have an end-of-device-life indicator, and that this

device should not be held to an unfair standard.

FDA Questionsto the Panel

Device Réliability

1. The bench testing performed to assess device reliability did not account for all
observed clinical conditions. Accordingly, the observed times to device failure and
device malfunction seen in the clinical study are less than those predicted by the
reliability model. Aswell, there is no reliable end-of-pump-life indicator. Please
discuss the clinical implications of the observed device reliability.

The pand asked for more data on device reiahility, in particular digtribution of time to

falure (dl data points), given that the dinica rdiability to date fell short of that seenin

thein vitro testing.

2. Arethe device failure and malfunction rates and their time to occurrence appropriate
for a device intended for use for destination therapy?

There was no panel consensus on thisissue. Some pand members said the device was not

gppropriate as destination therapy, given the failure rates. Some asked for clarification on

destination thergpy. Others said there was insufficient data to decide, particularly asking

for mean and median time to fallure and actua distribution of those data points.

Data Analysis

3. Given the Kaplan-Meier survival curves and the fact that seven device patients and
three control patients as of 2/02 had survived to 24 months, have enough patient data

been reported to demonstrate a clinically meaningful survival benefit?



The pandl had arange of answers. Some stated there were unknown datain the pipeline
and insufficient data reported to answer. Another viewpoint was that the device could be
goproved as safe and efficacious to extend life by one year. Other members disagreed,
saying that the device might extend life by one year but with inconsistent results for
qudity of life, high rates of hospitalization, and high falure rates. There was consderable
philosophica discussion between those reluctant to deny the possibility of increased
survival to patients who were made aware of the potentia risks of adverse events and
those who found the qudity of life benefits debatable and the risk of adverse events too
high for aone-year improvement in survivability. After FDA darification of what the
agency meant by someidea of adinicaly meaningful surviva benefit, Dr. Laskey
pointed out that an index of surviva benefit showing how many days or months a petient
can expect is possible but said it was difficult to divorce surviva from qudity of life and
adverse events.

Effectiveness of the System on Functional Status

13

4. The NYHA, QOL, and functional testing results are not consistent. From these data,

can we determine that there is a clinically meaningful improvement in functional
status?
The pand consensus was that while they would like to read into these results an
improvement in functiond datus, it was difficult to conclude definitively thet there had
been such an improvement, given problems with lack of blinding, investigator bias, and
possible placebo effect. The pand recommended that NYHA classification assessment
aways be done by athird party not involved with the study.

Risk-Benefit of the System used for Destination Therapy
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5. This device demonstrated an increase in medial survival time and showed an overall
difference in survival. However, this benefit diminished at two years and was
associated with serious adver se events and hospitalizations throughout the cour se of
the study. Do the benefits of this device outweigh its risks?

There was no panel consensus on thisissue. All agreed that the risks are real and evident,

but the ratio of risk to benefit is unclear, given that there are concerns about both

numerator and denominator.

Labding

6. Please discuss the appropriateness of the proposed indications for use for this device.
The pand recommended that there should be more detailed information in the
indications. al complications should be enumerated and al risks discussed as well as
careful delineation of those for whom the device is and is not indicated. It should be
dressed that the deviceis only indicated for the severdy ill with alimited life
expectancy
b. Does the labeling accurately inform patients of the risks of the device?

The panel recommended conspicuous warnings on the risks of mechanica failure as
well asinfection and ways to minimize or manage risk of infection. Members urged

the FDA and sponsors to work together both on wording and on patient training.

c. Does the labeling adequately inform patients of the expected duration of use for
this device?

The pand recommended more patient information on the uncertainty about device
reliability and duration. Labding should sate that there is no indication of end of

device life and that remplantation is risky and limited.
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d. Are there any other issues of safety or effectiveness not adequately covered in the
labeling?
The pand urged that the labeling be blunt in stating thet life expectancy is not known.
Post-Market Evaluation
7. Do you believe that additional clinical follow-up or post-market studies are necessary
to evaluate the long-ter m effects of this device?
The pand recommended additiona post-market studies on which patients will benefit
and which will nat, on internd device mafunction, on lack of predictability, on the time
course of different types of complications, on anticoagulation regimens, and on additiond
ascertainments of endpoints.
Open Public Hearing
There were no requests to speak.
Closing Sponsor Comments
The sponsors thanked the panel, FDA, and presenters for their remarks.
Recommendations and Vote
Dr. Ewing read the pand the regulatory definitions and voting ingtructions. A motion
was made by Dr. Konstam and seconded by Dr. Comerota to recommend the PMA as
gpprovable with the following conditions:
1a) Additiona andysis of existing data from the current data set should be performed
pertaining to device reliability at two years. This condition passed.
1b) Andyss of time to death or stroke should be made performed on the existing

data set to seeif it is congstent with the current survival anadlysis. This condition passed.
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2) The patient population indicated for the device should be more clearly ddlinested.
This condition passed.

3) Rigorous criteria for implantation for both surgeon and facility regarding patient
selection, surgeon expertise, and follow-up should be established. The FDA should
ensure that the training is rigorous and that procedures are performed in centers and by
individuds highly trained with petientsin end-stage heart failure. This condition passed.
4) A registry should be established for postimarket surveillance, with an independent
evauator to assess rates of survivd; life expectancy; post-implantation rdiability
including device failure, durability and longevity; and adverse events, including thrombo-
embolytic events. This condition passed.

5) There should be a detailed set of patient information delineeting the trade- of f between
survivability and adverse events and mgor complications, with an indication of patient
functioning. The patient information package should clarify risks and outcomes and rates
of adverse events and explantation. This condition passed.

The motion to recommend the PMA as gpprovable subject to the above conditions
carried by avote of eight to two. Those who opposed the motion stated that they did so
because they thought the device promising but not yet ready for approva given its
internd fallure rete.

Open Public Hearing
There were no requests to speak.
Adjournment
After thanking the presenters and FDA review team, Dr . L askey adjourned the

Open Session for the day at 5:50 p.m.
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OPEN SESSION—MARCH 5, 2002
Call to Order

Acting Chairperson Warren K. Laskey, M.D., cdled the meeting to order at 8:05
am. and read the charge to the pandl, which was to consider a premarket approval
application (PMA) P010031 for the Medtronic InSync Implantable Cardioverter
Defibrillator Modd 7272 System. Panel Executive Secretary Lesley Ewing, M.D., read
the conflict of interest statement, noting that alimited waiver had been granted for Dr. Tony
Smmons for hisinterest in firmsthat could potentidly be affected by the pand’s
recommendations. The waiver dlowed Dr. Smmonsto participate only in the pane
discussion. Other matters regarding Drs. Smmons, Sdim Aziz, Mitchdl Krucoff, Jeffrey
Brinker, Mark Haigney, and Marvin Konstam were considered but deemed unrelated and
ther full participation was dlowed. Dr. L askey asked the rest of the pand to introduce
themsdves and state their areas of expertise. Dr. Ewing then read gppointments to
temporary voting status for Drs. Pilar Ossorio, Michadl J. Domanski, Steven Nissen, Ileana
Pina, Marvin Konstam, Mitchdl Krucoff, Mark Haigney, and Jeffrey Brinker and an
gppointment as acting panel chairperson for Warren K. Laskey, M.D., for the duration of the
mesting. Dr. Ewing noted that Drs. Steven Nissen, Ileana Ping, and Marvin Konstam were
voting members or consultants for advisory committees of the Center for Drug Evauation
and Research.
Open Public Hearing

There were no regquests to address the pandl.



Sponsor Presentation

Dr. William T. Abraham, study investigator, provided background on
ventricular dysynchrony and cardiac resynchronization (CRT) and explained the design
of the origind InSync trid, which was a progpective, randomized, double-blind trid
comparing candidates for cardiac resynchronization with no indication for an ICD ina
device group with activated CRT to an implanted group without activated CRT at the
one, three, and six month follow-up points, with later crossover to CRT for the control.
Primary endpoints, which included improvement in qudity of life, NYHA dass, and Sx-
minute walk, were al met. Secondary endpoints, which were peak VO2, exercise time,
and composite response, dso markedly improved. Primary safety results, which included
implant success; low complication rates for device, leads, and pacing system; and
attainment of prespecified pacing thresholds, were dl met. Dr. Abraham then explained
the background of the InSync ICD device trid, which sought to ensure that patients with
an |CD indication responded favorably to resynchronization and that the coexistence of
resynchronization did not adversdly affect ICD function. Patients were randomized into a

control group with the pacing mode off or a device group with the pacing mode on.

Dr. James Young, study investigator, explained the sudy design, methodology,

and patient population of the INSync ICD trid, comparing entry criteria, sudy design,
and timing of basdine tests to the origind InSync trid and explaining the blinding
procedures. The three primary effectiveness endpoints were the change from basdline to
sx monthsin qudity of life score (Minnesota questionnaire), NY HA dassfication, and
sx-minute hall walk distance for device as compared to control group (implanted with

device with CRT off and ICD active), usng the Hochberg adjusment for multiplicity.
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Secondary effectiveness endpoints included exercise performance, clinica composte
response, health care utilization, echocardiographic variables, QRS duration, and
neurohormonal variables. The primary study cohort conssted of 421 NYHA Class 111 and
IV patients (176 control and 186 device), athough class Il patients were aso admitted
and studied separately. Results were presented based on an intention to treat andysis for
patients with paired data a basdine and six months, including crossovers, with alast
observation carried forward andysis. Petient baseline demographics for control and
device groups were roughly smilar.

Dr. Angel Leon, study investigator, presented the safety results. Primary
objectives were surviva with freedom from device-, lead-, and system-complications.
Secondary safety objectives were characterization of patient surviva, complications, and
observations. Lead effectiveness objectives were implant success, evauation of the
electrica performance of the leads, spontaneous VT/VF therapy effectiveness,
comparison of VT/VF event ratesin the two arms, and biventricular ATP therapy
effectiveness. All primary safety objectives were satisfied, and secondary safety
objectives were within prescribed bounds. Lead effectiveness results were within the
datidticaly defined parameters.

Dr. Young presented effectivenessresults. The change in qudity of life score
showed a highly significant improvement from basdine to sx months for the device
group as compared to control. Changein NYHA functional class aso favored the device
group, dthough not a ashigh alevd of gatisicd sgnificance. Differencesin Six-minute

hal wak distance did not achieve satigtica significance. Clinical endpoints such as



exercise performance, clinical composite response, and healthcare utilization showed
favorable trends but did not achieve atistical sgnificance.

Dr. Abraham compared the InSync and InSync ICD trids, which were designed
to be nearly identica, with the exception of performing the cardiopulmonary exercise
tests post-implant in the InSync ICD trid. The popul&tions of the two trials were very
smilar with the exception of a higher percentage of those with heart failure of ischemic
origin in the ICD study. Changes in quality of life score for the two trids showed a
amilar pattern of improvement for the device group and asmilar magnitude of change,
as did the changein NYHA class. The change in Sx-minute hal walk, which showed a
highly sgnificant improvement in the InSync trid for device over control, showed far
lessimprovement for the InSync ICD trid results. A comparison of the primary endpoints
and secondary clinica endpoints for the InSync and InSync ICD studies showed
grikingly Smilar results between the two studies, with smilar improvement. Comparison
of the risk of death or worsening heart failure favored device over control for the InSync
ICD, with afavorable but less sgnificant results for the InSync trid in a posthoc andysis.
Dr. Abraham concluded that the benefits of resynchronization in patients with an ICD
indication are Smilar in both direction and magnitude to the effects seen in patients
without an ICD indication.

FDA Presentation

Doris Terry acknowledged the FDA review team and outlined the regulatory
history of the modular PMA.. She described the InSync ICD modd 7272 system
components, the preclinica testing performed on the modd, software vaidation, and

preclinica testing on the leads. All these results met the acceptance criteria
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Dr. Helen Barold presented the FDA clinica summary. She read the proposed
indication for use and explained randomization and timing of testing. Patients and CHF
physcians or saff were blinded; EP physicians were unblinded. Dr. Barold listed the
three co-primary effectiveness endpoints and the three primary safety objectives, aswell
asdl secondary objectives. She read the inclusion and exclusion criteriaand delinested
the patient accountability for the 362 NYHA 111/1V patients randomized, noting that 71
(20%) were “adminigratively censored.” There were a number of protocol deviations
from blinding and 25 patients who crossed over from CR off to on. Basdline
characterigtics of the control and device group were roughly smilar, with the mgority
being NYHA Class |11 older male patients.

Dr. Barold presented the safety results on an intent to treat bad's, noting that the
quality of life results showed alarge improvement in both device and control group but
with alarger improvement in the device group. Change in NYHA classification dso was
more prevaent in the device group, athough not at the same leve of Satistica
ggnificance. Six-minute hall walk results, however, showed little difference. Thus, the
device met the third criterion of the Hochberg adjustment for multiplicity. On the primary
endpoint of LV lead effectiveness, Dr. Barold noted a 10% implant failure rate and noted
that FDA has not yet reviewed materias requested on a breskdown of Class 1l and IV
patients.

Secondary objectives such as CHF composite showed an improvement of
treatment group over control group, but no difference in patient global assessment score.
There were no differences in hospitalization. Echocardiographic results and

neurohormones showed no difference between the groups, dthough the neuroepinephrine
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level showed an unfavorable trend in the device group. Mortality rates for the two groups
were very smilar. Observed adverse event rates for both groups produced unremarkable
results, dthough there was a higher rate for the unexplained “other” grouping for device.

Dr. Barold noted that FDA has requested information on VF detection time to
ensure that the addition of biventricular pacing does not interfere with the ability to sense
VF and to ensure that the left ventricular lead and/or biventricular pacing is not
responsible for ingppropriate shocks. FDA has dso requested information to seeif ICD
programming interferes with continuous biventricular capture. She listed a number of
programming issues involving device-device interaction and limitations for
consideration.

Doris Terry read the FDA questions for panel review.
Open Committee Discussion

Lead panel reviewer Dr. Ileana Pina had severa questions for the sponsors,
including the incidence of sudden death and whether these deaths were linked to
ineffective shocks. She dso asked about the qudity of life information and the
relaionship to rate of hospitdization. Dr. Pina asked whether it was possible to predict
lead didodgment or lead implant failure by correlation with lead diameter or NYHA class
function and if subgroup andysis would be ussful. Dr. Pinadso asked for clarification
about blinding procedures during the cardiopulmonary tests and about medication therapy
involving initigtion of beta blocker use during the trid.

Lead pane reviewer Dr. Mark Haigney congratulated the sponsors on ther
study but raised concerns about the small magnitude of effects seen and raised issues

about blinding procedures and possible placebo effects on the quality of life data. He
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asked whether subgroup andysis had identified which patients benefited the mogt and if
they could now be identified in advance before thergpy. Dr. Haigney urged in particular
that subgroup andyss be done on corrdation of QRS with magnitude of effect on qudity
of life. He asked about placing of the lead in the lateral wal position and corrdlation of
lead position with outcome or treatment effect. He dso favored a postmarketing study on
how long the lead could function. Dr. Haigney concluded that the device appeared to be
effective a converting VT and VF but could lead to ingppropriate shocks and was less
effective in cardioverson of fast VT from the coronary sinus and right ventricle.

Statigtical concernsraised by the panel involved how to dedl with the co-
endpoints and the adminigirative censoring, as well as whether the protocol of stopping at
224 patients was prespecified with the FDA. Members of the pand differed in the leve of
their concerns about blinding proceduresin the triadl. Severd asked for greater subgroup
analysis. Inappropriate shocking was a concern as a part of the risk/benefit ratio. It was
suggested thet the trid population should have included more women and people of
color. One pane member asked for more information on the dectrical safety of the
device and on how the device was programmed. Issues of investigator bias because of the
high number of crossovers from control to device group were a concern, as were training
issues and the learning curve involved with device implantation.

FDA Questionsto the Panel
Study Design and Analysis Method

1) Please address the following issues:

23
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a. Arethere any concernsrelated to the "administrative censoring” of 20 % of
the enrolled patients who had not passed the six-month point at the time of the
submission?

The panel expressed repeated concerns about the missing data on the 20% of the enrolled
patients. The panel agreed that the decision to stop the study at the predetermined point
was amgor concern for them.

b. Pleasediscussthe benefitsand limitations associated with the six-month fol | ow-
up duration for the primary endpoints.

The duration of the follow-up was not an issue for the pand so much as the robustness of
the data collected, about which there was divided sentiment.

c. Please discuss any concerns about the propensity for crossovers and any
additional issues that may be related to blinding.

The pand expressed uneasiness with the propensity for crossovers and for what lay
behind that propengty, whether it wasinvestigator bias or lack of blinding.

d. Theintent-to-treat analysis on NYHA class, quality of life, and 6-minute hall
walk produced nominal p-values of .027, .009, and .407, respectively. Thus, the
study results meet the prespecified Hochberg criteria for statistical significance
in that one of the endpoints (quality of life) produced a p-valuelessthan .0167.
In light of this, please comment on the possible interpretation of the results for
each of the co-primary endpoints individually.

There was along discussion about the individua p-values and the Hochberg criteria, with

the pandl aware of the strengths and benefits of a combined endpoint analys's, but the
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pand sought to move beyond that issue to discuss what the data Sgnified statistically and

how to corrdate that Sgnificance to dlinically meaningful results.
In answer to afollow-on question from the FDA about upcoming new trids, the

pand emphasized that they prefer complete data sets but can cope with incomplete data

stsif they are given better endpoints and tools for andysis as they grapple with devices

in new aress.

Effectiveness of the System in Treating CHF

2. Theprimary endpoints of the study wereimprovement in NYHA class, quality of life, and
six-minute hall walk. Please discuss the clinical relevance of these endpoints for
evaluating a therapy for congestive heart failure (CHF).

The pand thought there was a discordance within the scientific community over the three

measures, but that they would have to live with that unhagppiness until there are more

precise tools. It was noted that the tremendous scatter of results and noise would diminish

asadudy getslarger.

3. Please discuss the clinical relevance of the sponsor’s choice of secondary endpoints
for evaluating a therapy for CHF. Are there specific secondary endpoints, such as
peak VO2, that should be more heavily weighted in the assessment of the device?

The pand did not find any of these endpoints conclusive and noted that many others were

discussed in the last panel meeting on the InSync device, such as echocardiographic

assessment or change in mitrocardid regurgitation. Some pane members emphasized

that the dialogue over endpoints and denominators should occur early, in the pre-IDE

stage, because a prospective clinical trid has to be evauated by its design. In answer to

an FDA request for clarification, the pand added that there is no non-mortality endpoint
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that is conggtently compelling acrosstrids and that multivariate endpoints are

acceptable.

4. Please comment on whether the results of the clinical study support the effectiveness
of the device for the treatment of patients with medically stable Class 111/1V CHF.

Concerns remained that the data set was incomplete and failed to answer al issues, but a

dim mgority thought the results within the congraints of the prespecified and multiple

endpoints supported efficacy of the device.

Safety of the System in Treating CHF

5. When evaluating the safety of the device, one concern is whether the treatment
contributes to the worsening of CHF. Please comment on whether the results support
the safety of the system for treating CHF in the population studied.

The consensus of the pand was that there was no evidence that the treatment worsens

CHF within the x-month timeframe. Beyond six months, there were no data.

Effectiveness of the System asan ICD

6. Please comment on whether the sponsor has provided adequate information to assure
that there is no interference of proper ICD functionality with the addition of
biventricular pacing, and that both biventricular pacing and ICD therapy can be
delivered simultaneoudly.

The panel stated thet they had insufficient datain this area to answer the question,

including rates of ingppropriate shocking.

7. Please discuss whether you have any comments or recommendations regarding

programming considerations for the device.
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Various ideas were suggested such as a rdative contraindication for device use with very

dow ventricular tachycardia, but ultimately the pand agreed that they had insufficient

datato answer this question and recommended more data collection.

Safety of the System

8. Please comment on whether the results provide a reasonable assurance of the safety
of the Moddl 7272 ICD pulse generator.

The panel had no concerns about the safety of the pulse generator.

9. Please comment on whether the results provide a reasonable assurance of the safety
of the Model 4189 |ead.

The pand recommended that more information be gathered on lead-related

complications.

Safety of the System

10. The sponsor has provided analyses of the system-related complications at six months
and the adver se events (complications and observations) reported in the clinical
study. Please comment on whether the results provide a reasonable assurance of the
safety of the InSync ICD System.

The pand recommended a plainer explanation of the data and said that they were unsure

what the risk of reoperation was and what patient expectations should be with the average

practitioner. The data should be structured with recognition that the indicated population

warrants ICD placement and with attention to what elseis needed to structure

biventricuar pacing.

Risk-Benefit of the System for Treatment of CHF

11. Please discussthe overall risk-benefit of the system.
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The pand remained concerned with the numerator, saying that its magnitude was il
unclear.

Labding

12. If you recommend approval of the device, please address the following questions,

a. DothelIndications for Use adequately define the patient population studied?

In addition to the proposed indications, the panel recommended two additional bullets

sating thet

?? Thisdeviceisintended for people requiring an ICD
?? Thisdevicein the setting of heart fallure improves qudity of life and may
improve NYHA dassfication.

b. Based on the clinical experience, should there be additional contraindications,
warnings and precautions for the use of the InSync Model 7272 ICD System?

The pand recommended that the warnings should include the additiond risk

compared to an ICD in terms of the lead. It should dso be Stated that the benefits of

this device are known to extend to Sx months.

c. Please comment on the operator instructions as to whether they adequately
describe how the device should be used to maximize the benefits and minimize
adverse events.

The pand recommended operator training Smilar to that required for the InSync

device, to include a didactic program, use with anima models, and a center for

traning.

Labding

d. Please provide any other recommendations or comments regarding the labeling.
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The pand had no additiona remarks.

Post-Market Study
13. With approval of the Medtronic In Sync biventricular pacing system FDA and the
sponsor agreed on the following post-approval conditions: a) obtaining 12-month
mortality data on the IDE cohort, and b) performing a three-year evaluation of mortality
and chronic lead performance, including electrical performance and adver se events, on
1,000 patients. If you recommend approval, please comment on whether additional
clinical follow-up or post-market studies are necessary for this device.
This question was deferred until the vote,
Closing Sponsor Remarks

Sponsor representatives thanked the panel and added that further documentation
requested would be provided on the interaction between biventricular pacing and the
ICD. They added that thereis a meaningful clinical effect with device use, not just a
datidicdly sgnificant effect, for these two overlgpping populations.
Closing Comments from the Consumer and Industry Representatives

Consumer Representative Robert Dacey noted that more work is being done to
define qudity of life, which is a core issue for this popuation. He urged the sponsors to
smplify the patient manud.
Open Public Hearing

There were no requests to spesk.
Panel Recommendations and Vote

Dr. Ewing read the pand the regulatory definitions and voting ingtructions. A

motion was made by Dr. Pina and seconded by Dr. Konstam to recommend the PMA as
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not approvable because the data set did not provide a concordance of data showing
benefits for patients who need an ICD. She dso stated concerns over the amount of
patients who had crossover and that fact that the improvement in qudity of life may
reflect asmal number of patients who received real benefit from the therapy. This
motion initidly resulted in atie, which Acting Panel Chairperson Dr. Laskey resolved
by voting againg the motion, which then failed.

A motion was then made by Dr. Nissen and seconded by Dr. Domanski to
recommend the PMA as approvable subject to the following conditions:

1) A posmarketing study as defined in FDA question 13 with 12-month mortdity
data would be performed. This condition carried unanimoudly.

2) A dataset ontheinteraction of the ICD function and the synchronization pacing
function would be completed and brought to the FDA for review. This condition
caried unanimoudly.

3) The complete data set regarding the safety of the lead and a clearly aggregated
combined risk of lead placement failure and in toto device risk should be reported
to the FDA. This condition carried unanimoudly.

4) The sponsor should provide to the FDA in writing documentation of the
agreement on the sopping point of the sudy. This condition carried
unanimoudy.

The motion to recommend the PMA as approvable subject to the four conditions

above resulted in a tie vote, which Acting Panel Chairperson Dr. Laskey resolved

in favor of the motion. The motion thus passed by avote of six to five.

Dr. L askey thanked those present and adjourned the Open Session at 3:30 p.m.
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